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ELECTRICAL TE;CHNIQUES FOR COMPENSATION uJ:t' ~l1ERMA.L 
TIME LAG OF THERMOCOUPLES AND RESISTANCE 
THERMOMETER ELEMENTS 
By Charles E. Shepard and I sidore Warshawsky 
SUMMARY 
Basic electrical networks are described that compensate I"or the 
thermal time lag of thermocouple and resistance thermometer elements 
used in combustion research and in the control of jet power plants. 
The measurement or the detection of rapid temperature changes by use of 
such elements can thereby be improved. 
For a given set of operating conditions, networks requiring no 
amplifiers can provide a thirtyfold reduction in effective time lag. 
This improvement is obtained without attenuation of the voltage signal 
but results in a large reduction in the amount of electric power avail-
able because of an increase in the output impedance of the network. 
Networks using commercially available amplifiers can provide a thousand-
fold reduction in the effective time lag without attenuation of the 
alternating voltage signal or of the available electric power, but the 
improvement is often obtained at the expense of loss of the zero-
frequency signal. The completeness of compensation is limited by the 
extent of off-design operation required. 
INTRODUCTION 
The control of jet engines and the fundamental study of the dynamic 
combustion phenomena associated with such power plants involve the meas-
urement of fluctuating gas temperatures. When a thermocouple or resist-
ance thermometer is used as the primary element for such temperature 
measurements, the thermal lag of the element, caused by slow rate of 
heat transfer between the element and the surrounding gas, limits the 
ability of the element to follow such fluctuations. The thermal lag is 
such that, as the frequency of the fluctuations increases, the amplitude 
of the fluctuations indicated by the element decreases and also lags in 
time behind the true temperature. Sometimes it is possible to use a 
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primary element of sQfficiently small size to achieve adequately rapid 
response. In many cases, however, such small elements have insufficient 
mechanical strength and inadequate service life, so that larger elements 
with appreciable lag must be employed. 
Since the output of the primary element is an electric voltage, 
electrical networks can be used to compensate for the time lag and the 
reduction in response amplitude and thereby to permit measurement of 
rapidly changing temperatures with improved fidelity. Compensation of 
this type, generally involving specially designed amplifiers, has been 
the basis of hot-wire anemometry (for example, references 1 to 3). 
Such compensation is also provided by the equalizing networks used in 
communication engineering. 
Some basic networks that can be used individually or in combina-
tions to compensate for the thermal lag of the primary electric ther-
mometer elements used in jet engine operation are described herein. In 
those combinations which include amplifiers, the amplifiers are of a 
semi-industrial type, available commercially, and capable of extended 
use without adjustment or service. 
In general, the compensating network is designed to correct for a 
given amount of primary-element thermal lag which can be described by 
a characteristic "time constant" of the element. The magnitude of this 
time constant is a function of the mechanical design of the element and 
of the aerodynamic conditions in which the element is used (reference 4). 
Since the compensation employed is generally correct for only one set 
of aerodynamic conditions, the effects upon the performance of the com-
pensated system of deviations from the design point must be considered. 
If the time constant of the primary element has been determined experi-
mentally at one set of aerodynamic conditions, it is generally possible 
to compute the time constant at other sets of aerodynamic conditions 
and then to adjust the electrical compensating system for the new set 
of conditions. 
The nature of the response of the basic primary element and the 
principles of electrical lag compensation will first be reviewed herein. 
Then, after introduction of the operational terminology of the "transfer 
function," several basic types of compensator circuit, both alone and 
in combination with amplifiers, will be examined in detail. The next 
section will consider the effects of off-design operation on performance. 
Finally, the performance of two specific assemblies of apparatus will 
be described and their particular fie lds of usefulness indicated. 
In the presentation of compensating circuits, two basic forms of 
compensator, the r esistance - capacitance (RC) and the resistance-inductance 
(RL) types, will first be described, together with one simplification of 
the RC type, the differentiating type . These compensators suffer from 
N 
tN 
CD 
CD 
N 
<.N 
OJ 
OJ 
• 
NACA TN 2703 3 
a deficiency in that the improvement in effective time constant (and 
therefore in frequency response) is achieved only at the expense of a 
corresponding attenuation of signal. The addition of an amplifier can 
correct for this attenuation. The amplifier introduces noise that tends 
to mask the signal; however, the addition of a transformer as a pre-
amplifier permits attainment of a more favorable signal-to-noise ratio. 
A feedback amplifier can be designed to combine the functions of ampli-
fier and compensator. Finally, there will be described another basic 
type of compensating network, the transformer type, that combines the 
functions of noise-free amplifier and of compensator. 
The analysis and results presented herein constitute a portion of 
a temperature measurements research program being conducted at the NACA 
Lewis laboratory. 
TIME LAG COMPENSATOR NETWORKS 
Response of Primary Element 
Differential equation of primary-element response. - If a thermo-
couple or a resistance thermometer element is subjected to a changing 
gas temperature TO(t), the time rate of change dTl/dt of the element 
temperature Tl(t) is proportional to the temperature difference 
(TO - Tl ). This may be expressed (reference 4) as 
(1) 
where the factor of proportionality T l' the "time constant," is charac-
teristic of the element, of the gas properties, and of the gas flow 
conditions. The value of the time constant completely defines the 
response of the element temperature to a changing gas temperature. 
(All symbols used herein are defined in appendix A.) 
Response to two simple types of gas temperature change. - The 
response characteristics of the primary element are visualized most 
simply by reference to figure 1, which describes the response to two 
types of input change: 
(a) The curve of figure lea) shows that in response to a sudden 
"step change" 6T0 in gas temperature, the approach of the element 
temperature to its new value is along an exponential curve and covers 
63 percent, 86 percent, 95 percent, and 98 percent of the interval 6TO 
in time Tl , 2Tl , 3Tl , and 4Tl , respectively. 
---~ ~--,~~----------~~----------~---------==-----~ 
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(b) In response to a steady sinusoidal variation in gas temperature 
of amplitude TO and angular frequency ill, the temperature of the pri-
mary element will oscillate with reduced amplitude Tl and will lag in 
phase and time, as shown in figure l(b). 
The value of the amplitude ratio Tl/To is shown in figure lec) 
as a function of the angular frequency ill. When ill = l/Tl , the ampli-
tude ratio has dropped to 1/[2. It is customary to term the response 
"flat" to the point where ill = l/Tl and to term this point the "limit" 
of response, or the "cut-off point." 
Curves of time lag and phase lag are shown in figure led) as a 
function of angular frequency. When ill = l/Tl , the time lag is ~Tl/4 
-and the phase lag is 450 • The time lag is substantially equal to Tl 
for illTl < 1. 
Response in terms of voltage. - The output emf el from a thermo-
couple or from a resistance-thermometer bridge can be represented as 
being proportional to the difference between the temperature Tl of 
the primary element and some reference temperature TR such that 
(2) 
For a thermocouple, TR is the "cold-junction" temperature; for a resist-
ance thermometer, TR is the "reference resistor" temperature. In the 
case of the thermocouple, Q is the thermoelectric power; in the case of 
the resistance thermometer, Q is the product of the temperature coeffi-
cient of resistance of the thermometer element, the voltage applied to 
the bridge, and a dimensionless function of the bridge circuit resist-
ances. 
A fictitious emf eO will be defined as the equivalent emf that 
would be produced by a primary element at a temperature TO 
Substituting equations ( 2) and (3) into equation (1) yields 
( 3) 
(4) 
co 
co 
to 
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Principles of ·Electrical Lag Compensation 
Electrical lag compensation could be produced if an electrical 
network wer e found t hat could perform upon the primary element output 
signal el t he operations described by t he left side of equation (4). 
The result s o obtained would be the voltage eO representative of the 
true gas t emperature. 
5 
A network that approximates the desir ed operations is shown in 
figure 2(a). Suitable choice of the elements R and C can produce a 
current through R proportional to t he time derivative of input vol-
tage; suitabl e choice of Be can produce an additional direct current 
through R pr oport ional t o the input voltage; by proper choice of the 
constants of proportional ity, the t otal current then flowing through R, 
and t her efor e the voltage across R, can b e made approximately propor-
tional to eO , as given b y equation (4) . 
A second net work that approximates the desired operation is shown 
in figure 2(b). Suitable choice of the el ements R, RL, and L can 
produce a voltage across L approximat ely proportional to the time 
derivative of input voltage and a voltage across RL proportional to 
the i nput v oltage; by proper choice of the constants of proportionality, 
the sum of t he voltages acr oss Land RL can be made approximately ( 
proportional t o eO, as given by equation (4). 
A third network that approximates the desired operations is shown 
in figure 2(c). Suitable choice of t he elements RpJ L1J and N can 
pr oduce a primary current .approximately proportional to input voltage 
and a secondary emf proportional to t he time derivative of primary 
current and theref ore to the time derivative of input voltage. With 
suitable choice of circuit constants , t he autotransformer connection 
can then pr oduce t he summation r equired by equation (4). 
I n order to establish a mathematical basis for such compensating 
methods and for more complex refinements of the basic principles and to 
define the limits of approximation, i t is convenient to introduce the 
concept of the transfer function. 
Operational Terminology and the Transfer Function 
Operational terminology. - The response of the simple system repre-
sented by equation (1) to an applied t emperature TO(t) of arbitrary 
form is given by 
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where c is a constant determined by the initial value of Tl • How-
ever, it is more convenient for purposes of discussion to present the 
solution in a symbolic form wherein the symbol p replaces the dif-
ferentialoperator d( )/dt of equation (1). Then the solution of 
equations (1) and (4) can be indicated by 
1 
-=----- T 1 + T lP 0 
(6a) 
1 (6b) 
It can be shown that, as long as p is multiplied only by constants, 
it may be treated as an algebraic quantity where p represents 
d( )/dt, p2 represents d2( )/dt2, lip represents J ( )dt, and so 
forth (reference 5) . The usefulness of this method of representation 
is revealed by noting that (1) linear differential equations of more 
complex form than equation (1) can be solved by the operational methods 
of Heaviside or Laplace, where the appropriate operator replaces Pi 
and ( 2) that when eO is represented as a Fourier series 
co 
E Bn sin (nmt - Bn) 
n=O 
(7 ) 
the solution of such differential equations is obtained in complex 
representation by formally replacing p by jm (references 5 to 7). 
The amplitude ratio, the time lag, and the phase lag, at each angular 
frequency m, are then readily derivable. For the primary element with 
characteristic given by equation (6) and input eO given by equa-
tion (7), the response el is 
(Sa) 
where 
CSb) 
co 
co 
~ 
C\J 
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In order to take advantage of the convenience afforded by the 
operational terminology, all systems treated in this report will be 
assumed linear. 
7 
Definition of transfer function. - The dimensionless ratio of the 
output quantity (expressed as a function of p) divided by the input 
quantity (also expressed as a function of p) is defined as the transfer 
function yep) of a system obeying a linear differential equation. 
From equation (6) the transfer function of the primary element is 
Yl(p) 1 (9) 
The advantages of expressing the characteristics of systems such 
as electrical networks by means of transfer functions are 
(a) The equivalent transfer function , and hence the response 
characteristics, of a system composed of several elements can be 
obtained from the transfer functions of the individual elements by 
simple algebraic methods. 
(b) The response of a system having a transfer function yep) to 
an impressed sinusoidal voltage E sin (rnt - ep) is [E sin (rnt-ep)J Y(jrn) , 
where jrn has been substituted for the operator p. 
Transfer function of cascaded system. - When several elements are 
joined in cascade as in figure 3(a), that is, when the output of one 
element is fed into the input of the adjacent element, the resultant 
transfer function is the product of the transfer functions of the indi-
vidual elements. If this product is a constant, one transfer function 
is said to be the inverse of the others. 
As an example, if the primary element output el given by equa-
tion (6b) is applied to an electric network whose transfer function is 
(10) 
where ~c is a constant (representing the attenuation at zero fre-
quency), the resultant product Yl(p) Y4 (p ) will be equal to l/~c' 
and the output e4 will be proportional to the fictitious emf eO and 
hence to the applied temperature TO. Therefore, at all frequencies at 
which changes in TO may occur) 
(11) 
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Networks that have transfer functions inverse to the primary ele-
ment over a limited frequency range will be described under Compensating 
Circuits. These networks, in their working region, have the transfer 
function of equation (10). 
Transfer function of additive system. - If the outputs of several 
networks which have a cammon input are added as shown in figure 3(b), 
the resultant transfer function is equal to the sum of the transfer 
functions of the individual networks. 
Combination of cascaded and additive systems. - As an example, the 
arrangement of networks shown in figure 3(C), with the transfer functions 
of the various networks as shown in the figure, yields an output emf e2 
equal to the input emf eO' 
Compensating Circuits 
Terminology. - In following paragraphs, various compensating systems 
will be treated. These systems will generally consist of basic com-
ponents conveniently designated transformers, amplifiers, compensators, 
and so on. The terminology is clarified by the block diagram of fig-
ure 4 which shows the most common combination of components and the sub-
scripts assigned to the components, to the potential differences at 
their terminals, and to the constants by which they are characterized. 
In this figure, the term "compensator" has been assigned to that com-
ponent the chief function of which is to correct for the reduction in 
response amplitude of the primary element with increasing frequency of 
the applied temperature variation. Unless specifically indicated other-
wise, the terminology of figure 4 will apply to material presented in 
subsequent paragraphs of this discussion of compensating circuits. 
A compensating system (including one consisting of a single com-
ponent ) will be characterized chiefly by two parameters: The frequency-
response improvement factor F is equal to the ratio of the upper cut-
off frequency of the compensated system to the upper cut-off frequency 
of the uncompensa~ed primary element; the over-all gain factor G is 
equal to the ratio of the voltage output of the system (as it appears 
at the detector input terminals) in the region of flat frequency response 
to the equivalent electric input signal eO to the primary element. 
RC and RL compensating circuits without amplifier. - Two basic net-
works which approximate the characteristic defined by equation (10) are 
shown in figures 2(a) and 2(b) . The transfer function of these compen-
sators in the idealized case of negligible source impedance and load 
admittance is 
en 
en 
t() 
C\l 
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(12a) 
where T4 and r are defined in figur e 2. The value of \Y4 (jro)I is 
shown in figure 2(d). For the condition T4 = Tl , where the compensator 
time constant T4 is equal to the primary element time constant Tl , 
t he product Y 4 (p) Yl(p) , which describes the performance of a system 
consisting of the primary element plus compensator in cascade, is 
Thi s equation represents a linear first -or der system, with the 
time constant reduced by a factor of r from the value of Tl 
primary element alone. For this idealized system, F = r and 
The system has the following additional characteristics: 
(13) 
effective 
for the 
G = l/r . 
(a) The response to a steady sinusoida l input EO sin rot is a sine 
wave of amplitude Eoj [r 11 + ro2 (T4/ r )2J and phase lag tan-l (roT4/r). 
This response is shown in figures 5(a) and 5(b) . The range of "flat" 
response is extended by a factor F = r over that of a simple primary 
element. The attenuation of a zero frequency signal is Adc = l/G = r . 
(b) The amount r by which the frequency response can be improved 
is limited by the amount of amplitude attenuation that can be tolerated. 
( c ) The response to an impressed step change of magnitude 6eO is 
described by an exponential curve having a time constant Tl/r and a 
magnitude of change 6eO/r (fig . 5(c)). Consequently, the improvement 
in time constant is accomplished at the expense of a corresponding 
reduction in amplitude 6e4 of the output signal. 
(d) The maximum value of time constant which can be compensated is 
determined by the components of the compensator. For the compensator 
of figure 2(a), the RC network, the maximum value of ReC offers no 
practical limitation in the applications generally encountered. In the 
case of the RL network of figure 2(b), the maximum possible value 
L/RL,m1n of the time constant (where RL, m1n is the resistance of the 
inductor) is usually a function of the weight of the inductor. For com-
mercially available inductors, a value of L/RL,min of 0.05 second is 
typical for a weight of 1 pound and the time constant increases approxi -
mately as the square root of the weight of the inductor . 
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(e) The output impedance of the network varies with frequency. For 
the RC network of figure 2(a )} the output impedance has a maximum value 
of approximately R at zero frequency and approaches the resistance of 
the primary element at very high frequencies. The output impedance of 
the RL network of figure 2 (b) has a mi nimum value of approximately RL 
at zero frequency and approaches R at very high frequencies. 
Effect of loading on Re and RL compensators . - The transfer func-
tion given in equation (12 ) i s derived for the conditions of a source 
of negligible impedance and a load of negligible admittance. If a com-
pensator of ' the type of figure 2(a) or of figure 2(b) is connected to a 
source of resistance Ra and to a load of resistance RA (fig. 6)} the 
effect is to change the form of the transfer function . Although the 
value of T4 is unchanged in all cases} the factor by which the d-c. 
signal is attenuated is no longer equal to r} nor does r any longer 
represent the factor by which the frequency response is extended when 
the compensator is connected to a primary element of time constant 
Tl = T4 . Under the condition of nonzero source resistance and finite 
load resistance} the gain factor of the combination of compensator and 
primary element will be denoted G4 and the factor by which the fre-
quency response is ,extended will be denoted F4 . The transfer function 
is 
1+'T4P 
as compared with equation \12a) for the idealized case. 
the quantities (1/G4) and F4 are given in table I. 
adding a source resistance Ra and a load resistance 
marized as follows: 
(12b) 
The changes in 
The effect of 
RA may be sum-
(a) For the RC compensator of figure 6(a)} the effect of keeping 
Ra = 0 and making RA finite is to decrease G4 and to increase F4 
in the same proportion. The effect of keeping RA infinite and making 
Ra> 0 is to decrease both G4 and F4 • 
(D) For the RL compensator of figure 6(b)} the effect of keeping 
Ra = 0 and making RA finite is to decrease both G4 and F4 . The 
effect of keeping R A infinite and making Ra> 0 is to decrease G4 
and to increase F4 in the same proportion. 
~ (c) The ' combined effect for both the RC and the RL compensators of 
making Ra > 0 and RA fini te is to decrease both G4 and the product 
F4G4} so that the attenuation is increased without a proportionate 
. increase in frequency resp onse improvement factor. The relations 
between G4 and F4 are} for the RC compensator} 
, 
[\) 
(N 
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F4 
1 + Pc 
= G4 + Pc 
(14 ) 
where 
Pc 
Rcr 
RC 
For the RL compensator~ 
1 + PL 
F4 = G4 + PL 
(15 ) 
where 
RL 
PL R" 
RC differentiating circuit used as compensator. - A simplified 
case of the RC compensator of figure 2(a) is obta ined when the capacitor 
shunt resistor Rc is infinite. The resulting transfer function is 
T41p 
Y4 (p) = ----,--1 + T41p ( 16) 
where T 4 1 = RC. This network is usually known as a differentiating ci r -
cuit since the differentiating funct i on is performed for the range of 
frequencies in which ill T 4 1 < 1. This network is also effective in com-
pensating for the response of a primary element in the high-frequency 
region where ill T 1 > 1, provided that T 4 1 is chosen so that illT41 < 1. 
It will be noted that T4 1 is no longer chosen equal to Tl • The 
increase in the upper frequency limit is F = Tl/T4' and this factor 
al so describes the reduction l/G in signal amplitude for the operating 
r ange. The differentiating circuit will not pass the average value of 
the signal and therefore is useful only for measuring the alternating 
components of the gas temperature in the f requency range 
RC and RL compensating circuits with amplifiers. - The compensating 
circuits just described are defective in that, al t hough the effective 
time constant is reduced by a factor F ( and the fre quency range is 
correspondingly extended by the same factor ), the amplitude of any 
12 NACA TN 2703 
applied signal is attenuated by a factor l/G that is equal to or 
greater than F. Thi s defect can be remedied by the addition of an 
amplifier. If an amplifier the transfer function of which is Y3(p) 
is added to the circuit after the primary element, as in figure 7, the 
resultant transfer function of the system will be equal to the product 
Y4(P) Y3(P) Yl(P). The response of the system is described for 
several possible conditions: 
(a) If the amplifier is a distortionless d-c. amplifier (that is, 
one which has a flat frequency response and linear phase shift from 
zero frequency up to the maximum frequency where compensation is to be 
achieved), the effects of the amplifier are an increase in the signal 
voltage equal to the voltage amplification factor ~3 of the amplifier, 
a constant shift in time, and the introduction of a certain noise vol-
tage. The magnitude of the time shift is negligible in most practical 
applications involving temperature measurement; the problem of noise 
is discussed in the section Amplifier noise. The transfer function of 
the amplifi er- compensator combination is 
1 + T4P ~3G4 l+(T 4!F 4)P (17) 
(b) I f the amplifier has a high- frequency cut - off point (the point 
at which the amplif i cation factor is reduced by a factor 1/(2) at 
ill = ill3 b such that 
} 
( 18) 
where ~3 is the voltage gain in the region of flat response, then for 
the condition T4 = Tl' the frequency response of the system correspond-
ing to the transfer f unction Y4 (p) Y3(p) Yl(p) has the appearance 
shown in f i gures 8 (a) and 8 (b) . When ill3,b = F4/T4' the high-frequency 
cut- off poi nt is reduced to 64 percent of the value for ill3 b =~. The , 
response of the system to a step change is shown in figure 8 (c). The 
effective time constant, which wi ll be defined as the time required for 
the output to reach 63 percent of the total change for a step input, is 
approximately equal to T4/ F4 + 1/ill3,b. Correspondingly, the approxi-
mate value of F lS - + and the value of G remains . (1 1 )-1 
F T4ill3,b 
\ 
N 
tN 
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(c) If the amplifier has a low-frequency cut- off point at m3,a 
(the point at which the amplification factor is reduced by a factor 
1/(2) such that 
13 
(19) 
where ~3 is the voltage gain in the region of flat response, then for 
the condition T4 = Tl the frequency response of the system, corres-
ponding to the transfer function Y4(P) Y3(p) Yl(p), has the appear-
ance of figures 9(a) and 9(b). For a step change, since the system 
does not pass the average value of the signal, the output ultimately 
drops to zero, as shown in figure 9(c). Figure 9(d) describes the maxi-
mum value attained in response to a step change and the time to reach 
this maximum value for various values of m3 a. For this system, , 
(d) If the amplifier has both low- and high-frequency cut-off, its 
transfer function is 
and its frequency response is a composite of the responses shown in 
figures 8 (a), 8(b), 9(a), and 9(b). 
( 20) 
In the circuit shown in figure 7, the signal applied to the ampli-
fier varies widely in amplitude as the frequency changes, and an impor-
tant requirement imposed on any of the simple amplifiers considered is 
that the amplification factor remain constant over the range of ampli-
fier input voltages delivered by the primary element throughout the 
usable frequency band. Thus, if compensation is to be obtained up to 
a frequency that is 1000 times the cut-off frequency of the uncompen-
sated primary element, the amplifier must provide constant gain ~3 
over a 1000 to 1 input voltage range. If it is found that the ampli-
fier cannot operate over the required range of input voltage, the posi-
tions of the compensator and the amplifier can be interchanged as shown 
in figure 10. This arrangement results in a constant input voltage 
amplitude at a much lower level. However, such an alternate arrangement 
often aggravates the problems of noise and of impedance matching. 
It is often desirable to utilize a-c. amplifiers rather than d-c. 
amplifiers in order to gain advantages in freedom from drift. In such 
cases, response down to zero frequency may be retained by use of one of 
the techniques described later. 
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Amplifier noise. - If a vacuum-tube amplifier has its input ter-
minals connected to an external source, which can oe represented oy a 
zero-impedance generator in series with an external impedance, and if 
the external source emf is reduced to zero, a certain random voltage 
will nevertheless exist at the output terminals of the amplifier. In 
the temperature measuring circuits considered, this voltage, called the 
noise voltage, is caused almost entirely oy the vacuum tubes of the 
first stage since the thermal-agitation noise (Johnson noise) of 
the low impedance primary element is generally of negligible mag-
nitude, and since hum pickup in the leads and components can gen-
erally be reduced to negligible proportions by the use of twisted 
leads and careful electrostatic and magnetic shielding. The tube-noise 
voltage is made up of components of a very large range of frequencies, 
is proportional to the square root of the frequency pass band of the 
amplifier, and is therefore reduced by limiting the pass band. 
The noise voltage E3,N which exists at the amplifier output can 
be referred to the input by dividing by the amplifier gain ~3' This 
fictitious voltage E2,N is called the equivalent input noise voltage 
of the amplifier. The noise also appears at the compensator output as 
a voltage E4,N. For the RC or RL compensator previously considered, 
E4,N is less than E3,N since the compensator always attenuates the 
signal, with greater attenuation at the lower frequencies. The actual 
magnitude of E4,N will therefore depend on the frequency spectrum of 
the noise, on the response characteristics of the compensator, and on 
the high-frequency cut-off point of the system. The ratio of the root-
mean-square value EOG of the signal voltage appearing at the output 
of the compensator to the root-mean-square value E4 ,N of the noise 
voltage is called the signal-to-noise ratio cr4. The smallest allowable 
signal-to-noise ratio depends on the application. A signal-to-noise 
ratio of 3 is often adequate. 
The amplifier noise voltage, the smallest allowable signal-to-noise 
ratio, and the amount by which it is desired to extend the frequency 
response determine the minimum signal EO min that can be detected, , 
corresponding to a temperature sensibility (smallest detectable signal) 
TO min' in conformance with the relation between F and G and the , 
relation 
(21a) 
Since the compensator extension of the frequency range oy a factor F 
is associated with a corresponding attenuation l/G of the signal from 
the primary element, the input noise voltage of the amplifier limits the 
frequency band width possible for a given minimum signal. 
co 
co 
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For an RC or RL type compensator connected between an amplifier of 
very low output resistance-and a very high resistance load, equa-
tion (21a) can be written 
EO,min = (21b) 
Transformer used as preamplifier. - The restriction imposed by 
equation (21) seriously limits the band width that can be achieved by 
the use of commercially available amplifiers, which have a rather high 
input noise level. If the application permits, the band width can be 
extended considerably by the use of a high quality step-up transformer 
to increase the voltage level of the signal without a corresponding 
increase in noise (fig. 11). The improvement is generally accomplished 
at the expense of loss of the d-c. response (unless special techniques 
described in a later section are employed); the effect is the same as 
that shown in figure 9 for an amplifier with low-frequency cut-off. 
A voltage gain up to 140 is attainable with commercially available 
transformers. The minimum signal EO min that can be detected is given , 
by equation (21a), and for the RC or RL type compensator can be written 
(21c) 
where ~2 is the transformer voltage gain (equal to the ratio of trans-
former output voltage to primary element output emf el) and is equal 
to the turns ratio N when the transformer is not appreciably loaded 
by the amplifier and the primary element is of negligible resistance. 
For illustration, the minimum root -mean-square voltage EO min and the , 
corresponding temperature sensibility TO min that are obtained at a , 
signal-to-noise ratio a4 = 3 are given in table II for various values 
of frequency-response improvement factor F, transformer voltage gain 
~2' and noise voltage E2,N ' 
Certain relations must exist between the impedances of the primary 
element, the transformer, and the amplifier in order that the improve-
ment represented by equation (21c) shall be appreciable. The impedance 
of the primary element must be low compared with the input impedance 
of the amplifier in order to obtain full advantage of the insertion of 
a transformer having a high turns ratio. The general equation for the 
gain of a transformer connected to its source and load resistances is 
derived in appendix B and is given by 
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(22a) 
For a given 'primary element resistance Rl and a given amplifier input 
resistance R3 2) maximum voltage gain will be achieved when a trans-
) 
former is selected having rated primary and secondary impedances equal 
to Rl and R3 2) respectively. The gain will then be given approxi-
) 
mately by 
( 22b) 
where N is the transformer turns ratio. Conversely) for any given 
transformer the voltage gain can be made t o approach N if the primary 
element resistance is made low compared with the rated primary impedance 
of the transformer and if the amplifier input resistance is made large 
compared with the rated secondary impedance of the transformer. For 
the system shown in figure 11) F = F4 and G = ~2~3G4' 
Techniques for maintaining d-c. response. - When an a-c. amplifier 
is used) or when a transformer is used as a preamplifier to match the 
primary element resistance to the amplifier input resistance) the 
resulting loss of d-c. response may be restored by the use of one of the 
circuits shown in figure 12. Figure 12(a) shows the combination of a 
pair of synchronous choppers before and after an a-c. amplifier) with 
the matching transformer relocated to a position immediately after the 
input chopper. In this case) the frequency band width may be limited 
by the chopper frequency used and by any necessary filtering. Fig-
ure 12(b) shows how the d-c. emf from a second primary element may be 
injected in series with the output from the compensator. The circuit 
of figure 12(b) involves the application of the additive network theorem 
stated earlier. 
Negative feedback amplifier. - It is possible to combine the ampli-
fier and compensator functions by inserting into the amplifier a feed-
back loop the transfer function ~(p) of which is of the same form as 
that of the primary element (fig. 13). Here 
( 23) 
where ~dc is the d- c. feedback factor. Negative feedback is obtained 
if ~dc is a negative quantity. The gain of the amplifier with feed-
back is then given by (reference 8) 
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(24) 
which is equal to 
where 
Equation (25) is of the same form as equation (17)) and the previous 
comments on response apply. 
The input voltage to the amplifier i s 
1 l+T 4P 
eOG34 1+T1P 1+(T4!F34)P 
(25) 
( 26) 
and therefore) f or the condition T4 = Tl , the input is constant over 
the frequency range 0 < m < F34/T4 i n whi ch compensation is to be 
achieved. Consequently, this type of amplifi er is not required to 
operate over a large range of input voltage . 
Transformer used as compensator. - The transformer -type compensator 
also combines the functions of voltage amplifier and compensator. The 
t ransfer function of a simple transformer connected to source and load 
resistances, as shown in figure 14(a), is derived in appendix B on the 
assumption that capacitance and iron l oss effects can be neglected. The 
transfer function when this transformer i s connected as an autotrans-
former, as shown in figure 14 (b), is derived in appendix C. 
In the idealized case where the source resistance is negligible 
compar ed with the transformer primary circuit resistance and no current 
is drawn from the transformer secondary , the transfer function of the 
autotransformer is 
The value of 
figure 2( e) • 
Y34(jm), as a function of fre quency, is shown in 
The transfer function and the response characteristics 
(27 ) 
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are of the same form as those of the RC or RL compensators of fig-
ures 2(a) and 2(b) (see fig. 5) except that the output voltage is of 
the same magnitude as the input voltage rather than being attenuated 
by the frequency response improvement factor. The time constant T4 
is 
(N+l)Ll 
= (R:P+Rp') ( 2Sa) 
where N) Ll ) and R:P are the transformer turns ratio) primary induc-
tance) and primary resistance) respectively . The time constant is 
reduced by adding external resistance Rp' in series with the trans-
former primary. 
It is to be noted that the t~ansformer is not being used in the 
region of its flat frequency response) as in customary transformer 
applications . Instead) the transformer is used below its nominal "low-
frequency cut - off point," in a region of rising frequency response. This 
region is deliberately extended by insertion of additional resistance 
Rp' until the time constant T 4 is equal to the primary time constant 
Tl . The maximum time constant that can be compensated for is 
(N+l)Ll/Rp . In the idealized condition) the maximum frequency response 
improvement factor obtainable is N+l and the gain is unity. 
Effect of loading on transformer - type compensator connected to 
single primary element. - When the transformer is connected to a source 
--~~-=----~~--~~-resistance Rl and to a load resistance RA) the factors F34 and G34 
are 
and 
(N+ 1) (l+cx,) 
(1+Y1N+Y2N2) 
(28b) 
(2Sc) 
where cx,) Yl ) and Y2 ' are functions of the circuit resistances and are 
given by 
CD 
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Rl Rs+R" 
Rp+Rp I Rl +Rs+R " 
Y2 
(Rl+Rp+Rp' ) 
(Rl+Rs+R}.) 
19 
(28d) 
(28e) 
(28f) 
The time constant T4 is unchanged by variations in source and load 
resistances and retains the value given by equation (28a). 
The effect of a nonzero source resistance is to increase the fre-
quency response improvement factor F34 and to decrease the gain 
factor G34 in the same proportion. The effect of a finite load 
resistance is to decrease both F34 and G34' The effect of making 
Rl > 0 and R" finite is to decrease both G34 and the product 
F34G34 , so that the attenuation is increased without a proportionate 
increase in frequency response improvement factor. The requirement 
that RX»N2(Rl+Rp+Rp ') imposes a severe limitation on the usefulness 
of the transformer-type compensator because the output power available 
becomes very small. 
The characteristics of various transformers usable as compensators 
are listed in table III. Table IV gives, for compensators using these 
transformers and for various time constants T4, primary-element resist-
ances Rl and load resistances R", values of frequency-response 
improvement factor F34, the gain factor G34, and the transconductance 
g34 representing the current through the load resistance per unit 
input emf. 
Effect of loading on transformer-type compensator connected to two 
primary elements. - The attenuation of the primary element output due 
to the loading effect of the transformer primary can be eliminated by 
using two primary elements connected additively as shown in figure 14(c). 
Two adjacent primary elements of the same time constant are used to 
obtain the following relations: 
( 29a) 
N + 1 ( 29b) 
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G~ (29c) 
Table V gives, for various transformers, time constants T4, 
primary-element resistances Rl and load resistances RN the values of 
the frequency- response improvement factor F34, the gain factor G34' 
and the transconductance g34 representing the current through the load 
resistance per unit input emf. 
Summary of Compensating Systems 
The various types of compensating element are summarized in 
table VI, and their more likely combinations are summarized in 
table VII, under certain idealized conditions noted in the tables. For 
various elements, table VI gives the design constants, the transfer 
function, the frequency-response amplitude ratio !Y(jw) l, the lower 
frequency limit wa' and the upper frequency limit ~ (to be compared 
with the upper frequency limit l/Tl of the primary element alone) . 
For various arrangements of elements, table VII gives the resultant 
transfer function, the frequency-response amplitude ratio I Y(jw) \, the 
frequency-response improvement factor F, the lower and upper frequency 
limits wa and Wb, and the gas temperature equivalent electric signal 
EO,min that yields a signal-to-noise ratio a4 of unity. 
Off-Design Performance 
In the previ ous ~ections the response characteristics of various 
compensating systems and of their components have been presented prin-
cipally for those design conditions that provide best compensation. 
Deviations from these des i gn conditions will be discussed herein for 
some of the s impl er systems . 
Mismatch between time constants of element and compensator. - Since 
the value of the time constant of the primary element is a function of 
the velocity and the density (or, equivalently, Mach number and static 
pressure) of the gas stream in which the element is being used (refer -
ence 4), the knowledge of the time constant is subject to some uncer-
tainty . I n addition, i t i s not always practical to make the necessary 
adjustments i n the compensating system for a changed value of primary 
element time constant such as may arise when the element is replaced 
or when the operat ing condi tions are a l tered. In practice, therefore, 
a certain amount of mismatch may exist between the primary element time 
constant and t he t ime constant setting of the compensator . The effect 
of this mismatch is to destroy the flatness of the frequency response 
\ 
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curve over the full normal range of compensation, although the flatness 
may be retained over a limited frequency range. If the primary element 
time constant drops below the compensator time constant, higher fre-
quencies are amplified more than their normal amount; if the primary 
element time constant rises above the compensator time constant, higher 
frequencies are amplified less than their normal amount. An examina-
tion of the transfer function product Yl(p) Y4 (p) will provide a 
measure of the effects of a mismatch wherein Tl ~ T4 . 
For a compensating system (fig. 6) having the transfer function 
(30) 
and connected to an element having a t ime constant TlJ the frequency-
response amplitude ratio IY4 (jm) Yl(jm)I is shown in figure 15(a) 
for various values of T4/Tl' various values of F4 , and for F4G4 
as sumed equal to unity. Figure 15(b) shows the response to a step input. 
For very large values of F4 , the height of the initial rapid rise is 
proportional to the ratio T4/Tl; the remainder of the change is 
described by a curve that is approximately exponential in form with a 
time constant Tl • 
For circuit elements (figs. 13 and 14) having a transfer function 
of the form 
or 
l+T4P 
Y34 (P) = G34 1+(T4!F34 )P 
( 31) 
(32) 
the ordinate of figure 15(a) must be multiplied by ~3G34F4 and that of 
figure 15(b), by G34F4 . 
Effect of ambient temperature on transformer-type compensator. - In 
certain applications, one of which will be discussed under Example 2 of. 
APPLICATIONS, the average level of the temperature signal from the pri-
mary element must be measured accurately with a potentiometer or equiva-
lent indicator of very high input resistance while the same element is 
connected to a transformer-type compensator of the autotransformer kind 
shown in figure l4(b). 
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There then exists an error in average-value indication because the 
thermocouple, of resistance R1J is loaded by the resistance ~ + ~' 
and because the transformer primary resistance ~,being of copper, 
changes with the temperature of the transformer. The average correction 
to be applied to all indications is then 
where 
Rp,O 
(33) 
output emf from thermocouple 
voltage measured by potentiometer 
resistance of transformer primary at average operating tempera-
ture TO 
The fractional error ~el '/el' to be expected in the indication el' 
b ecause of a ~hange ~2 in the transformer temperature is 
( 34) 
where ~O is the temperature coefficient of resistance of ~ at tem-
perature TO (~O = 0.0022/Of for copper at 680 F). 
It is seen that the error is approximately proportional to the ele-
ment resistance Rl ' Therefore it is important to keep this resistance 
as low as possible by the use of short low-resistance connecting leads. 
Table VIII shows the magnitude of error due to transformer temperature 
change that might be expected for various values of element resistance 
and of time constant setting for various transformers. The larger 
transformers have small er errors. 
APPLICATIONS 
A specific problem of temperature measurement is generally treated 
by first establishing a tentative set of performance specifications, ' 
such as the sensibility EO min (minimum signal to be detected) cor-, 
responding to the desired temperature sensibility TO,min' the allowable 
~G 
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signal-to-noise ratio cr, and the frequency range to be covered (between 
cut-off points ilia and ~). Next it must be determined whether there 
exists a suitable combination of circuit elements, preferably as repre-
sented by commercially available equipment, that will approach the ten-
tative specifications. Finally, there is the practical engineering 
problem of reproducing the combination selected in appropriate physical 
form to meet requirements of ruggedness, freedom from maintenance, 
ability to operate over a wide range of ambient temperature and of power 
supply voltage, long service life, compactness, and low weight. Par-
ticularly severe requirements may force the development of special ampli-
fiers rather than allow the use of standard commercial equipment. 
If control, as well as measurement , i s to be performed by the 
apparatus, the dynamic characteristics of the control elements and of 
the process to be controlled, as represented (if they are linear) by 
their respective transfer functions, must also be considered. In such 
situations, it is conceivable that it may be not only permissible for 
the temperature signal to be overcompensated, but also very desirable. 
Although the exact design of a complete compensating system will 
be determined by all the factors considered in this report, the follow-
ing general statements will aid in the preliminary decision on the most 
promising line of attack: 
(1) In general, the use of a transformer of high-quality, multiple-
shielded, hum-bucking construction will be a valuable aid in improving 
the signal-to-noise ratio. Unless the transformer is used also as a 
compensator, the improvement in signal-to-noise ratio is accomplished 
at t he expense of loss of d-c. response. 
(2) The attainable frequency response improvement may be limited 
by the product of detector sensibility and over-all gain of the system. 
(3) When an amplifier is used, the attainable frequency response 
may be limited by the equivalent input noise of the amplifier. 
(4) Transformer-type compensators using typical transformers such 
as those listed in table III will not allow frequency response improve-
ment factors much greater than 50 . 
(5) The potential performance of an RL or a transformer-type com-
pensator may be seriously restricted if the element is called upon to 
feed a load resistance that is low compared with the output impedance 
of the compensator. 
(6) The highest time constant that can be compensated by a 
transformer-type compensator is determined by the product of primary 
time constant and turns ratio and is of the order of several seconds. 
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(7) The highest time constant that can be compensated by an RL com-
pensator is of the order of a few tenths of a second; the frequency 
response improvement attainable may be limited by resonances or other 
nonlinearities of the inductor. 
(8) The highest time constant that can be compensated for and the 
frequency response improvement attainable are not limited by any 
intrinsic qualities of the RC compensator. 
Figure 16 shows three types of compensator constructed for use at 
the Lewis laboratory. 
The following discussion will indicate the performance that may be 
expected from two representative combinations of apparatus that lend 
themselves, respectively, to (1) the indication of the alternating com-
ponent of a temperature signal (Example 1, using an RC compensator); 
and (2) the indication of the average value as well as the alternating 
component of a temperature signal (Example 2, using a transformer-type 
compensator). Both examples given are characterized by the fact that 
most of the components used are standard commercial ones. Both exam-
ples employ a transformer as a valuable aid in improving the signal-to-
noise ratio. In the first example, the transformer is used to match 
the low impedance of the primary element to the higher impedance of the 
amplifier, thus raising the signal level; in the second example, the 
transformer is used as a compensator that does not greatly attenuate the 
signal as the RC or RL compensators do. 
Example 1. - For the assembly of apparatus represented by the block 
diagram of figure 17(a), the over-all gain factor is 
(35) 
and the frequency response improvement factor is F = F4, as given in 
table I. 
From equation (21a) and the fact that E4,N<E2,N~3' the minimum 
signal that can be detected is either 
EO,min (36a) 
or 
EO,min (36b) 
L 
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whichever of the two equations yields the greater value. Equation (36a) 
represents the limitation imposed by noise; equation (36b) represents 
thA limitation imposed by detector sensibility. In equation (36) , the 
important quantities are 
EO, min sensibility of electric equivalent of temperature signal 
EZ , N equivalent input noise voltage of amplifier 
0'4 allowable signal-to-noise ratio at detector 
G over-all gain factor 
G4 gain factor for combination of primary element and compensator, 
as given in table I 
5 input voltage sensibility of detector 
~2 transformer voltage gain, as given by equation (B5b) 
~3 amplifier voltage gain in region of flat response 
For the group of apparatus shown in figure 17(b), the following 
constants apply: 
Pr imary element (thermocouple) 
Time constant, Tl , sec • 
Electric resistance, Rl , ohms • . . . 
Thermoelectric power, Q, microvolts/~ . 
Transformer 
Nominal primary impedance (manufacturer's value), ohms. 
0.1 
1.0 
22 
2.5 
Nominal secondary impedance (manufacturer 's value), ohms ••. 50,000 
Turns ratio, N • . . . . • • • . • • • • . • 140 
Low-frequency limit for 1 db drop i n ~2 
(manufacturer's value), cps 
LOW-frequency cut-off (based on manufacturer's low-frequency 
1 " "t) -1 lIDl ,~, a' sec .......... ......... . 
High-frequency limit for 1 db change in ~Z 
(manufacturer's value), cps .... . 
D-c. resistance of primary winding, Rp ' ohms .... 
Maximum unbalanced direct current for 1.5 db drop in ~2 
(manufacturer's value), milliamp ••. •••••• 
20 
62 
20 , 000 
O· 7 
5 
26 
Compensator : RC type, time constant T4 
Amplifier 
Input impedance, R3 2' ohms . • • • . , 
Output impedance, R3,3' ohms 
Voltage gain in region of flat response, ~3 
Low-frequency limit for 2 percent drop in ~3 
(manufacturer 's value), cps ..... . 
NAGA TN 2703 
106 
1500 
100 
10 
Low- f r equency cut-off (based on manufactureris low-frequency 
1 · . t) -1 lml '().)3,a' sec ........ . 
High-frequency limit for 2 percent change in ~3 
(manufacturer I s value), cps . . . . . .. .... 
High-frequency cut-off with 0 . 02 microfarad shunt across 
output, for noise reduction (ro3,b = 31,000), cps 
13 
100,000 
5000 
Noise level E2,N referred to input when output is shunted 
by 0.02 microfarad condenser , millivolts .•.•••••.. 0.01 
Detector (cathode-ray oscilloscope) 
Input impedance, R5 , ohms . . • . . • • . 
Sensitivity, S5' in. deflection/millivolt 
Sensibility, 05' millivolt input • . • • 
• • • 2X106 
0.03 
0.6 
(The detector sensibility 05 is determined not only by oscillo-
scope characteristics, such as sharpness of focus and sensitivity, but 
also by the method of reading the deflections. The stated sensibility 
is based on the fact that the oscilloscope pattern will be photographed 
and read to the equivalent of 0.02 in. deflection on the oscilloscope 
screen. ) 
In this tabulation of apparatus, all components have been specified 
except the components R, Re, and G of the compensator. For the 
design condition, Tl = T4 = 0.1 second and for a signal-to-noise ratio 
04 = 3, table IX lists the sensibilities EO,min and TO,min(=EO,min/Q), 
the sensitivity S, and the upper frequency limit f 4 ,b for various 
combinations of R, Rc, and G. The method used to compute the data 
in table IX was (a) to assume various values of G4 and to insert these 
values into equation (36) for computation of the sensibilities; (b) to 
assume various combinat ions of Re and G, such that ReG = 0.1 second 
and then, using the same values of G4 as in step (a), to compute R 
and then F4 from table I; and (c) to compute 
I 
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(37) 
(38) 
As shown in table IX, the amplifier nOise, rather than the detector sen-
sibility, limits the minimum signal which can be detected. 
Using the values of S = 1 inch per 1000 F, He = 100 megohms, 
C = 0.001 microfarad, R = 118,000 ohms, and f 4 , b = 1430 cycles per 
second, a minimum signal of 90 F can be detected over a frequency range 
of about 10 to 1400 cycles per second. Figure l7 (c) shows the computed 
frequency response curves based upon manufacturer's values for the 
transformer and amplifier constants and the comput ed effect of varia-
tions in the thermocouple time constant Tl . Experimental data points 
t aken to check the computation are also shown in figure 17(c). The 
experimental points show that the manufacturer's statements of low-
frequency cut-off points were conservative. The experimental data were 
obtained by using the analog circuit of figure 17(d) to simulate the 
thermocouple. 
Since the resistances of both the primary element and the trans-
former primary winding are low (1 and 0. 8 ohm, respectively), the net 
d-c. open-circuit output emf in the thermocouple circuit must be limited 
to 8.5 millivolts to avoid exceeding the transformer primary saturation 
current. Therefore, for temperature differences exceeding 3800 F, a 
bucking circuit of the type shown in figur e 17(e) would have to be used 
to suppress the average values of emf. The suppression of excessive 
direct current through the transformer primary could also be accom-
plished by use of the circuit of figure l7(f) . The circuit of fig-
ure l7(f) is usable only at higher frequencies where the highest 
available size of capacitor can provide an impedance that is low com-
pared with the transformer primary impedance. 
The circuits of figures l7(e ) and l7(f) would be equally appli-
cable if the primary element were a temperature-sensitive reSistor, 
such as a straight length of wire with current and potential leads. 
The insertion of a l-ohm resistance in series with the primary ele-
ment would also serve to limit the transformer primary current at the 
expense of a loss in gain and a moderate i ncrease in the lower cut-off 
frequency. 
• Example 2. - For the assembly of apparatus represented by the block 
diagram of figure 18(a), the time constant, frequency response improve-
ment factor, and over-all gain factor are given by equation (28). 
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Since noise due to hum pickup can be made negligible by careful 
shielding and use of a high-quality multiple-shielded transformer, the 
minimum detectable signal will be determined by the detector sensibility. 
For the group of apparatus shown in figure 18(b), the following 
constants apply: 
Primary element (thermocouple) 
Time constant, Tl , sec. 
Electric resistance, Rl , ohms • • • • 
Thermoelectric power, Q, microvolts/~ .• 
Compensator (transformer type) 
Nominal primary impedance (manufacturer's value), ohms. 
Nominal secondary impedance (manufacturer's value), ohms. 
D-c. resistance of primary winding, Rp, ohms . 
1.0 
1.0 
22 
50 
.100,000 
6 
D-c. resistance of secondary Winding, Rs ' ohms . • • . • • . . 7000 
45 
70 
'rums ratio) N . . . • . .. . • • . . • • • . • .. . . .. . 
Added external primary circuit resistance, Rp', ohms • 
Time constant, T4 , sec 
Detector (d- c . amplifier and direct-writing recorder combination) 
Input impedance, R5' ohms . • . • . • 
Sensitivity, S5' millivolts/mm deflection 
Cut-off frequency, cps • • • • • . . . • . . 
Sensibility, 05' millivolts (corresponding to 0.5 mm 
deflection) ... .....• ••.•.....• 
1.0 
9X106 
1.0 
90 
0.5 
The circuit required to provide reference-junction compensation 
for the thermocouple is shown in figure 18(c) (reference 9). If the 
primary element were a temperature-sensitive reSistor, for example 
a straight length of wire with current and potential leads, a circuit 
such as shown in figure 18(d) could be used. This circuit, based on the 
multiple -bridge circuit analysis of reference 10, is designed to use a 
0.02 - ohm thermometer element (for example, a 0.008-in. diameter platinum 
wire, 0.25 in. long) to provide the same values of Rl and Q as the 
thermocouple, and to limit to less than 2 percent the errors caused by 
changes in thermometer -element lead resistances as high as 1 ohm. 
• 
I 
1 
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Figure 18(e) indicates the computed frequency response characteris-
t ics for operation both at the design point (Tl = T4) and at off-
design points. At the design point ) the upper frequency limit is 
7 cycles per second (~= 45) and i s determined by the value 
Tl/F = Tl/(N+l) rather than by the cut-off frequency of the recorder. 
The experimentally determined r esponses to a step change and to an 
i nput of arbitrary shape are shown in f igures 18(f) and 18(g), respec-
t ively) for the same ratios TliT4 as covered in figure 18(e). The 
analog circuit of figure 17(d) was used to simulate the thermocouple. 
Thus, the original 1.0-second t ime constant of the primary element 
i s reduced by a factor of 46 to a val ue of approximately 0.02 second. 
Lewis Flight Propulsion Laboratory 
National Advisory Committee for Aeronautics 
Cleveland, Ohio, January 4) 1952 
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APPENDIX A 
SYMBOLS 
The following symbols are used in this report: 
Auc attenuation at zero fre~uency 
coefficient of term in Fourier expansion of voltage signal 
representative of temperature 
C capacitance 
c constant 
E rms value of voltage 
E amplitude of voltage sine wave 
e instantaneous value of voltage 
F fre~uency response improvement factor 
f fre~uency 
G gain factor 
g transconductance, output current per unit input emf 
i instantaneous value of current 
j v-T 
L self - inductance 
M mutual inductance 
N transformer turns ratio 
n number of term in Fourier expansion 
P symbolic operator d/dt 
Q emf per unit temperature change (= thermoelectric power, for a 
thermocouple) 
R resistance 
co 
co 
tI') 
N 
, 
N 
(;l 
en 
co 
• 
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r resistance ratio (Rc+R)/R or (RL+R)/ RL 
S sensitivity, detector deflection per unit input 
T temperature 
To sinusoidal amplitude of impressed t emper ature variation 
sinusoidal amplitude of primary element temperature indication 
t 
Xc 
y(p) 
Y(jm) 
time 
time lag 
reactance of capacitor 
transfer function 
output-input sinusoidal voltage ratio for a system having a 
transfer function y(p) 
~ constant in expression for F of t ransformer-type compensator 
~ feedback factor 
~dc d-c. feedback factor 
constants in expression for F of transformer-type compensator 
5 sensibility (minimum detectable signal) 
( base of natural logarithms 
e phase lag angle of impressed sine wave 
~ voltage gain 
a signal-to-noise ratio 
T time constant 
cP phase lag angle 
angular fre~uency 
32 NACA TN 2703 
Subscripts: 
a low-frequency cut - off 
b high- frequency cut-off 
N noise 
p transformer primary 
R reference temperature 
s transformer secondary 
A load 
cr source 
o temperature being measured 
1 primary element 
2 transformer-preamplifier 
3 amplifier 
4 compensator 
5 detector 
34 amplifier-compensator combination 
• 
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APPENDIX B 
TRANSFER FUNCTION OF TRANSFORMER 
The transfer function of a transformer will be derived for those 
conditions that are pertinent to its applications a s a preamplifier and 
as a compensator, as treat~d in this report . It i s then possible to 
neglect the hysteresis and eddy current losses and the capacitances that 
ordinarily become important at higher power levels and higher frequen-
ci es. The elements that primarily enter .into t r ans former performance 
a s pertinent to this report are shown in fi gure 14(a), which shows a 
transformer connected to a sotITce resistance Ra and a load resist-
ance R;\. 
The following differential equations hold: 
and 
(Bl) 
(B2) 
The trrolsfer function Y2(P) of the t ransformer will be defined as 
the ratio of the voltage across the load resistance to the open- circuit 
emf of the source. The definition of Y2(p ) thus include s the effects 
of the potential drops due to current flow through the source and 
through the transformer secondary. The following transfer function is 
obtained from the simultaneous solution-of equations (Bl) and (B2): 
(B3a) 
where 
Equation (B3a) yields the frequency response fUnct i on 
(B4) 
34 
It is sufficient for the present analysis to assume 
N2 = L2/Ll . Then equation (B3a) becomes 
where 
(l/~ ,a)P 
1-12 1+( 17m2, a)P 
NACA TN 2703 
and 
(B3b) 
(B5a) 
(BSb) 
The value of IY2(jm) 1 in the region of flat frequency response 
is 1-12 and will be termed the "gai n" of the transformer. 
The angular frequency m2,a is the point at which IY2(jm) I = 1-12/v'if 
and will be termed the "low-frequency cut-off" of the transformer. 
If R,,» Rs, equation (BSb ) becomes 
(B6) 
Thus, if R,,» Rs' the voltage gain is approximately equal to N/2 if 
RAi(Rl+~) = N2, and the voltage gain approaches N as RAI(Rl+~) 
becomes much larger than N2. 
co 
co 
to 
N 
N 
l ~ 
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APPENDIX C 
TRANSFER FUNCTION OF TRANSFORMER-TYPE COMPENSATOR 
When the transformer is connected to a source of resistance Rl 
and a load of resistance RA as shown in figure l 4(b), the following 
differential equations hold: 
(Cl) 
( C2) 
( C3) 
From the simultaneous solution of these equations, the following trans-
fer function is obtained: 
where 
(N+l)( 0,+1) 
1+Y1N+Y2N2 
Rl Rs+RA 
a, = Rp+Rp' Rl+Rs+RA 
(C4a ) 
(C4b) 
(C4c) 
(C4d) 
(C4e) 
(C4f) 
r~~~-~--"~-~~~" -- --- - - - --_-- ___ -~ ______ _ 
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_ Rl+~+~' 
r 2 - Rl +Rs+R" 
Equation (C4a) can be expressed in terms of frequency as 
(C4g) 
(C4h) 
(C4i) 
(C5) 
It is sufficient for the present analysis to assume M2 = L1L2 and 
N2 = L2/Ll " Then equations (C4a) and (C5) become 
(C6a) 
(C7) 
If the source and load resistances are assumed to be zero and infinite, 
respectively, the value of T4 is unchanged while the values of G 
and F become 
The transfer function then becomes 
(C8a) 
(C8b) 
(C6b) 
In the case of the transformer-type compensator that uses two pri-
mary elements, as shown in figure l4(c), the transfer function is also 
given by equation (C6a), but there are slight changes in the values of 
T4 , G34 , and F34 : 
N 
IN 
CD 
CD 
N 
CA 
CD 
CD 
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(C9a) 
(C9b) 
(C9c) 
In the idealized case Rl = 0 and RA = ~, equations (C9a) , (C9b), 
and (C9c) become , respectively, 
(C10a) 
G34 = 1 (C10b) 
F34 = N + 1 (C10c) 
and the transfer function remains a s gi ven by equation (COb). 
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TABLE · I - EFFECT OF LOADING ON RC AND RL COMPENSATORS 
Compensator Ra = 0 Ra = 0 R = CD Gener al case 
" R" = ex> 
Value of 1/G4 
RC 
RC RC 
+ 1 
RC+Ra RC+Ra 
- + 1 (::J R + 1 RR" + 1 R (R+R,,) 
RL R R 
R+R a R+Ra 
+ 1 
- + 1 + 1 -- + 1 RL ( RLR" ) RL (RrJt " ) ~+R" RL+R" 
Value of F4 
RC RC RC RC 
R + 1 RR" + 1 R+R a + 1 RR" 
+ 1 
RC 
(R+RJ -- + Ra R+R" 
R + 1 ~ R+Ra + 1 [ (R+Ro)RJ\ J RL RL R+R"J RL (R+Ra)+R" 
-- + 1 + 1 
RL RL 
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TABLE II - MINJMUM AMPLITUDE OF TEMPERATURE VARIATION THAT 
CAN BE MEASURED BECAUSE OF NOISE LIMITATION AT SIGNAL-
TO-NOISE RATIO a4 EQUAL TO 3 
Frequency Noise Trans- Signal TO,min for 
response E2 ,N former sensi - cbromel-
improve- (micro- gain bility alumel 
ment factor volts) 1J.2 EO,min thermo-
F (micro- couple 
volts) (~) 
10 10 100 3 0.1 
10 10 30 10 .5 
10 100 100 30 1 
10 100 30 100 5 
100 10 100 30 1 
100 10 30 100 5 
100 100 100 300 14 
100 100 30 1,000 45 
1,000 10 100 300 14 
1,000 10 30 1,000 45 
1,000 100 100 3,000 140 
1,000 100 30 10,000 450 
10,000 10 100 3,000 140 
10,000 10 30 10,000 450 
N 
01 
CD 
CD 
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TABLE III - CHARACTERISTICS OF TRANSFORMERS USED IN REPRESENTATIVE 
TRANSFORMER-TYPE COMPENSATORS 
Compensator t ype UTC/A 27 UTC/LS 39 ADC/AX 3270 
Nominala primary impedance, ohms 50 50 
Primary inductance , Ll , henr i es 1.2 1.6 
D-c. resistance of primary, Rp ' 9.5 5 .5 
ohms 
Nominala secondary impedance, ohms 100,000 100,000 
D-c. resistance of secondary , Rs ' 3000 7000 
ohms 
Turns ratio, N 45 45 
Nominalb low-frequency cut-off point , 30 20 
cps 
Nominalb high-frequency cut-off, cps 20 ,000 20,000 
Weight, Ib 0.5 3 
aManufacturer's stated value. 
bManufacturer's stated value for 2 decibels change in gain. 
1 
0.8 
0.16 
1000 
110 
32 
0.2 
20 
13 
41 
R" Rl 
(megohms) (obms) 
1 
10 3 
10 
1 
3 
1 10 
1 
0 . 1 3 
10 
1 
0 . 01 3 
10 
1 
0.001 3 
10 
L-.. 
TABLE IV - EFFECT OF CONNECTING TRANSFORMER-TYPE COMPENSATOR WITH SINGLE PRIMARY ELEMENT TO 
F34 
51 
60 
92 
50 
59 
88 
42 
50 
70 
19 
20 
23 
8 
8 
8 
PRIMARY ELEMENT RESISTANCE Rl AND TO LOAD RESISTANCE R" 
(a) Type lYrCI A 27 
T4J sec 
5 . 8 3 1 0.3 
Rp I, obms 
0 9 45 183 
G34 g34 F34 G34 g34 F34 G34 g34 F34 G34 g34 
(micromhos ) (micromhos) ~cromhos) (micromhos) 
0 . 91 0.09 49 0.95 0 .10 47 0.98 0 . 10 44 0 . 99 0 . 10 
. 75 .08 53 .86 . 09 48 .95 .10 45 .98 .10 
.49 .05 71 .65 . 06 54 .85 . 08 47 .95 .10 
0 .91 0 .91 47 0 .95 0 .95 42 0 . 98 0 . 98 33 0 .99 0 .99 
.75 .75 51 . 86 . 86 43 .95 . 95 34 .98 .98 
.49 .49 67 . 65 .65 48 .85 .85 35 .95 .95 
0.88 8.8 35 0 .92 9.2 21 0 .95 9.5 10 0 .97 9.7 
.74 7.4 38 .84 8.4 22 .92 9. 2 10 .95 9.5 
.47 4 .7 46 .63 6.3 25 .82 8. 2 10 .92 9. 2 
0 .70 70 12 0 .73 73 5 0 .75 75 2 0 .77 77 
.58 58 12 .66 66 5 .75 75 2 .75 75 
.38 38 13 . 50 50 5 .65 65 2 .73 73 
0.23 230 • 4 0 . 24 240 2 0 . 25 250 
.19 190 4 . 21 210 2 . 24 240 
.12 120 5 .16 160 2 . 21 210 
0 .1 
540 
F34 G34 I, g34 
(micromhos) 
41 1.0 0 . 10 
41 .99 .10 
42 .98 . 10 
22 1. 0 1. 00 
22 .99 . 99 
22 .98 .98 
4 0 .98 9. 8 
4 .96 9.6 
4 .95 9.5 
88£2 
I 
~ 
C\) 
~ 
f) 
:x> 
~ 
[\) 
--.J 
o 
(.N 
R ~ Rl 
(megohms) (ohms) 
F34 
1 55 
10 3 72 
10 133 
1 54 
1 3 71 
10 129 
1 49 
0.1 3 62 
10 103 
1 31 
0.01 3 35 
10 47 
1 21 
0.001 3 22 
10 28 
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TABLE IV - EFFECT OF CONNECTING TRANSFORMER -TYPE COMPENSATOR WITH SINGLE PRIMARY ELEMENT TO 
PRIMARY ELEMENT RESISTANCE Rl AND TO LOAD RESISTANCE R~ - Continued 
(b) Type UTC/IS 39 ~ 
T4 , sec 
14 10 3 1 0.3 0.1 
R:P I, ohms 
0 2 19 69 249 735 
G34 g34 F34 G34 g34 F34 G34 g34 F34 G34 g34 F34 G34 g34 F34 G34 g34 
(micromhos) (micromhos) (micromhos) (micromhos) (micromhos) (micromhos; 
0.84 0.08 52 0.88 0 . 10 48 0.96 0.10 46 0.99 0.10 44 1.0 0 . 10 40 1.0 0 .10 
. 64 .06 65 .71 . 07 52 . 90 . 09 47 .96 . 10 44 .99 .10 40 1.0 .10 
.34 .03 108 . 43 . 04 64 .72 . 07 51 . 88 . 09 46 .96 . 10 40 1.0 . 10 
0.83 0.83 51 0 .88 0.88 46 0.95 0.95 40 0.98 0 .98 31 0 .99 0.99 18 0.99 0.99 
.63 .63 62 .71 .71 49 .89 .89 41 .95 .95 31 .98 .98 18 .98 .98 
.33 .33 102 .43 .43 60 .71 .71 45 .87 .87 32 .95 .95 18 .98 .98 
0 .78 7.8 45 0.82 8 .2 32 0.90 9.0 19 0.93 9.3 8 0.93 9.3 3 0.92 9.2 
.60 6.0 54 .66 6.6 34 .83 8.3 20 .90 9.0 8 .92 9.2 3 .92 9.2 
.32 3.2 81 .40 4.0 37 .67 6.7 20 .82 8.2 8 .90 9.0 3 .92 9.2 
f- t-f- - -I---
0.49 49 26 0.52 52 12 0.56 56 5 0.59 59 2 0.59 59 
.38 38 29 .42 42 12 .52 52 5 .57 57 2 .58 58 
.20 20 35 .25 25 13 .42 42 5 .52 52 2 .56 56 
0.10 100 17 0.11 110 6 0 .12 120 2 0.12 120 
.08 80 21 .09 90 7 .11 110 2 .12 120 
.04 40 20 .05 50 7 .09~0 2~11 110 
-- - -'- . -'- -
~ 
f.l 
:t> 
~ 
(\) 
-..) 
o 
c.N 
.,.. 
():I 
R" Rl 
(megohms) (ohms) 
F34 
0 . 1 53 
10 1 240 
10 
0 . 1 53 
1 1 240 
10 
0 . 1 53 
0 . 1 1 230 
10 
0 . 1 52 
0 .01 1 210 
10 
·0 . 1 42 
0 . 001 1 110 
10 
TABLE Dr - EFFECT OF CONNECTING TRANSFORMER -TYPE COMPENSATOR WITH SINGLE PRIMARY ELEMENT TO 
PRIMARY ELEMENT RESISTANCE Rl AND TO LOAD RESISTANCE R" - Concluded 
(c) Type ADC/ M 3270 ~ 
T4, sec 
160 30 10 3 1 0 .3 
Rp ', ohms 
0 0 .7 2 .5 8 . 8 26 88 
G34 g34 F54 G'34 g34 F34 G34 g34 F34 G34 g34 F34 G34 g34 W34 G34 g34 
(micromhos (micromhos (micromhos micromhos) micromhos ) (micromho5 ; 
0 . 62 0 . 06 37 0 .90 0 .09 34 0 . 96 0 . 10 33 0 . 99 0 . 10 33 0 .99 0 . 10 33 1.00 0 . 10 
. 14 .01 70 . 47 .05 46 . 72 . 07 37 .90 .90 34 .96 .10 33 .99 . 10 
410 . 08 .01 160 . 21 . 02 71 . 47 . 05 45 . 73 .07 36 . 90 . 09 
0 . 62 0 . 62 37 0 .90 0.90 34 0 . 96 0.96 33 0 . 99 0 .99 32 1. 00 1. 00 30 1. 00 1.00 
.14 . 14 70 .47 .47 46 .72 . 72 36 .90 . 90 33 .96 .96 30 .99 . 99 
410 . 08 . 08 150 .21 .21 68 . 47 . 47 43 .73 .73 34 . 90 .90 
0 . 62 6 . 2 37 0 . 90 9 . 0 32 0 . 96 9.6 31 0.99 9 . 9 26 1. 00 10 18 1.00 10 
. 14 1.4 70 . 47 4.7 44 .72 7.2 33 .90 9 .0 27 .96 9 .6 18 .99 9.9 
360 .08 . 8 140 . 21 2 . 1 58 . 47 4 . 7 33 .73 7.3 19 .90 9 . 0 
0 . 61 61 35 0 . 90 90 27 0 . 95 95 17 0 .98 98 9 0.94 94 3 0 .99 99 
.14 14 61 . 47 47 33 .71 71 19 .89 89 9 .95 95 3 .98 98 
200 . 08 8 70 . 21 21 25 . 47 47 10 .72 72 3 . 89 89 
0 . 56 560 29 0 . 81 810 9 0 . 87 870 4 0 . 87 870 
. 13 130 32 . 43 430 10 . 65 650 4 . 65 650 
36 . 07 70 12 . 19 190 4 .19 190 
-'------ -
1- ___ ._ 
--- -
-
88£2 
~ 
~ 
~ (') 
:t> 
~ 
(\) 
--..J 
o 
~ 
N 
()l 
()) 
()) 
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TABLE V - EFFECT OF CONNECTING·TRANSFORMER-TYFE COMPENSATOR WITH 
TWO PRIMARY ELEMENTS TO PRIMARY ELEMENT RESISTANCE Rl AND 
LOAD RESISTANCE Rr.. 
(a) Type UTC/A 27 
R" Rl T 4) sec G34 g34 
(megohms) (ohms) 5.3 3.0 1.0 0.3 0.1 (micromhos) 
R' F34 R' F34 R' F34 R ' F34 R' F34 P P P P P 
1 0 46 6.5 46 54 45 182 45 550 41 
10 3 4.5 46 52 45 180 45 548 41 1.0 O.l. 
10 45 45 173 45 541 41 
1 0 45 6.5 44 54 41 182 34 550 22 
1 3 4.5 44 52 41 180 34 548 22 1.0 1.0 
10 45 41 173 34 541 22 
1 0 38 6.5 34 54 22 182 10 550 4: 
0.1 3 4.5 34 52 22 180 10 548 4: 0.97 9.7 
10 45 22 173 10 541 4: 
1 0 18 6.5 12 54 5 182 2 
0.01 3 4.5 12 52 5 180 2 0.77 77 
10 45 5 173 2 
1 0 7 6.5 5 54 2 
0.001 3 4.5 5 52 2 0.25 250 
io 45 2 
45 
I ···· 
TABLE V - EFFECT OF CONNECTING TRANSFORMER -TYPE COMPENSATOR WITH 
R " 
(megohms ) 
10 
1 
0 . 1 
0.01 
0.001 
TWO PRIMARY ELEMENTS TO PRIMARY ELEMENT RESISTANCE R1 AND 
R1 
( ohms ) 11. 4 
~ I F34 
1 0 46 
3 
10 
1 0 45 
3 
10 
1 0 41 
3 
10 
1 0 26 
3 
10 
. 1 0 18 
3 
10 
LOAD RESISTANCE R" - Continued 
(b) Type UTC/ LS 39 
T4 ) sec G34 
10 3 . 0 1. 0 0 . 3 0.1 
~ I F34 ~I F34 ~ I F34 ~I F34 ~I F34 
1.0 46 23 46 73 46 242 44 739 40 
21 46 71 46 240 44 737 40 1.0 
14 46 64 46 233 44 730 40 
1.0 45 23 44 73 40 242 31 739 19 
21 44 71 40 240 31 737 19 1. 0 
14 44 64 40 233 31 730 19 
1.0 40 23 32 73 19 242 8 739 3 
21 32 71 19 240 8 737 3 0.93 
14 32 64 19 233 8 730 3 
1.0 25 23 12 73 5 242 2 
21 12 71 5 240 2 0 .59 
14 12 64 5 233 2 
1.0 16 23 6 73 2 
21 6 71 2 0.12 
14 6 64 2 
_L...-... __ 
--
~ 
g34 
(micromhos) 
0. 1 
1.0 
9.3 
I 
59 
I 
120 I 
-----
.-....l 
~ 
(j) 
~ 
f) 
!X> 
~ 
C\J 
--.J 
o 
VI 
1 
R", 
(megohms) 
10 
1 
0 . 1 
0.01 
0.001 
2388 
TABLE V - EFFECT OF CONNECTING TRANSFORMER-TYPE COMPENSATOR WITH 
TWO PRIMARY ELEMENTS TO PRIMARY ELEMENT RESISTANCE Rl AND 
LOAD RESISTANCE R ", - Concluded 
(c) Type ADC/AX 3270 ~~ 
Rl T4J sec G3 4 g34 
( obms) 98 30 10 3.0 1.0 0.3 (micromhos) 
RI 
P F34 ~I F34 ~I F34 R I P F34 ~I F34 ~I F34 
0 .1 0 33 0 .88 33 2 . 5 33 8 .4 33 26.3 33 88 33 
1.0 1.6 33 7.5 33 25 . 4 33 87 33 1.0 0 .1 
10 16.4 33 78 33 
0.1 0 33 0.88 33 2 .5 33 8.4 33 26.3 32 88 30 
1.0 1.6 33 7.5 33 25.4 32 87 30 l.0 l.0 
10 16.4 32 78 30 
0.1 0 33 0.88 33 2.5 32 8.4 30 26.3 23 88 18 
1.0 1.6 32 7 .5 30 25 . 4 23 8 7 18 l.0 10 
10 16. 4 23 78 18 
0.1 0 32 0.88 30 2.5 26 8.4 18 26.3 9 88 3 
1.0 1.6 26 7 . 5 18 25 . 4 9 87 3 0.9~ 99 
10 16.4 9 78 3 
0.1 0 26 0.88 18 2.5 9 8.4 4 26.3 1 
1.0 1.6 9 7.5 4 25.4 1 0.89 890 
16 . 4 1 
--
~-
o 
2l ~ 
:x> 
1-3 
2l 
N 
-...J 
o 
(N 
II>-
-...J 
r 
.---.~ ~-----------------
I 
TABLE VI - SUMMARY OP COMPENSATnm ELEMEN'l'5 
PRIMARY ELEMENTS 'mANSFORMER AM PLIPIERS 
Component Thermocouple Resistanc e D-c . • no o-c . , h i gh- A- c ., l o w· Negati ve f eeG--back , wI th COIII-therm:)meter l ow- o r high- ·frequency fre quency penall tl ng net-f reque ncy cut-orr cut - ott wo rk 
cut -o rra 
c::: ~ ::J IIC 0 0 =0 U 
Deaign tIl2 ,a .., .., ., '. '1 ' 1 ", constanta ., Q-~ "'2,b 1Il3,b 11)3,8 Q.~ Bd, N 
" 2 P34, .. 1/ °34 ~o - Q(To-'Rl ~o - Q(TO-'R 
.. 1- ~dc ~3 
Trana t er 'tl-~p 'fl - r+\P 'i2 - 112 O.kZ "l)p .., (1"", a)p Y34 " ~034 l+T~:p '\!netion 'i3 .. 113 Y3 - ~  [ ' + (1""., .)P] ~+(l"".,b)P] Y3 - H(I/(o)3:a JP 1 + 1'M 
Prequency 
reapo:'l8e 
">,b (0)3 , a 
(0)2 ,8 (o)2,b "'r-- ~3 .3~ ~ ""~ I I '~" I l / TJ l / Tl I I I I I I I I I ,0, I I I.IO~ irK I I I 1. 0 t--+ I.C 1.C I L I I ----- ---1-- L -r--- r--r-, I L I I I I I I I I I I = , 9' I I ~ , -, , I 'S' I 
-
I ~ , ~ , , ~ I ~ I :! I I - , :::! I ~  ~LL,- ~  ~~ :;~ ~  ~~ ~- ~-
Lower 
limit o f 0 0 (0)2 ,8 0 0 (0)3 , 8 l / T" 
rrequ enc y 
range 
Upper 
1/T1 '/" 
-
. P34.,/T" limit o f "'2, b Cal3, b 
fre quency 
range 
- -
apor eondlti ona o f negligIble 80uree reaiatanc e and load admittance . 
M" ype 1\" ype 
:5tE R :J 
T ~ .. RCe "4 .. L/RL 
r - (Rc/R)+1 r .. (RiRL}+l 
p .. .. r '4 ... r 
0 4 .. 1/r a" .. 1/1' 
(0) (0) 
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4 
.. 1 l+T,p '{, _I l+ T(p 
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COMPENSATORS 
U~'i eren- Trans f ormer_ Trana ormer-
elatIng type , !lingle type, doub le 
type e l ement element 
C ~ 
Rp+Rp' 
~1: ? Irr 
",' .. ftC T4. .. (N+ l)~ '1'4 - ("+1 ) ~ 
p . .. TV "4' p+ P P P 
P:S4 .. N+-1 '34 .. 11+1 
°34 .. 1 °34 .. 1 
(0) (0) (0) 
T, 'p 1+" , P l+T,p 
Y, . l + T. ' P Y34. -~ Y3' - --
',P 1+ ll+T ,+-
"+1 
(0) (0) (0) ti "'"'' (N+l )/ T4. ;! '/"Ii+'~ N+~ _ 4 1/ T4 I L -- LC --"- 1. 0 -t-
I 
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~------------------~~------------------______________________ ~ ______________ ~ ____________________ ~ __ a. ________________ -w __________________ --"©~~. __________________ ~ ____ ~ ________ ~ ____ ~ 
System Primary element 
and RC or RL 
compensator 
TABLE VII - SUMMARY OF COMPENSATING SYSTEMS 
[For condition T4 - TIJ 
Primary element andjDOUble primary ele-
transformer - type ment and trans-
compensator f ormer-type compen-
sator 
Primary element, RC 
or RL type compen -
sator , and d-c . 
amplifier 
Primary element, 
transformer, RC or 
RL type compensator, 
and amplifier with 
low-frequency cut -
off 
(normal order) 
Pr imary element , 
transformer, Re or 
RL type compen-
sator , and ampli-
fier with low-
frequency cut-
off 
( inverted order ) 
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~ 
Primary e l ement 
and negative feed-
back amplifier 
with compensating 
network In feed-
back loop 
Typical 
components 
f fl c==5ili: ~'rJl~CJ~O~~ 
Transfer 
f unctlo!l 
( Rl~O , RX="') 
1 Y4Yl = r 
(a ) 
";::< 
1 
1+( : 4)p 
1 Y34Yl =--v 
1 + N+r 
( a) 
I 
rl 
>< 
I 
-;::< Frequency 
r esponse of 
system ~ l l/ T4 r/T4 .. '" (N+l )/ T4 
>< 
.. 
'" 
I 
I 
11 I I 
1 I 
1 
r 
I 
I G=l/rl 
~ 
w-
~ I 
W_ 
Low-frequency I None None 
~t-off "'a T - -l-
High-frequency r/T 4 (N+l)/T4 
cut-off "'b (a) (a) 
Minimum input 0 0 
signal for 
°4-1 ; Eo,mln 
>< 
i 
1 Y;34Yl = ~ 
1 + N+r 
I I 
Il/T 4 I 
I 
I 
I 
I 
I 
w-
None 
(N+l)/T 4 
(a) 
o 
1 I P7w2 a Y4Y3Yl = ~3G4 ---r.p Y4Y3Y2Yl - ~2~3G4 HP/W ' 1 4 2 , a 
+}:'4 
P7w3 a --h ~ 1+r1-
W 
None ~W2,a + ~,a 
F.J'r 4 FJT 4 
< E2,WG4 ";E2,J~2G~ E2,W~2G4 
apor condition of negligible primary element resistance and load admittance . 
1 
YM YI - ~3G34 .~ 
1 +F34 
~ F3~T4 .. G=~3G4 
'" >< 
1 
I 
Il/T4 
I 
I 
'---
w-
None 
P3JT4 
E2,N/G34 
~ 
f.; 
~ 
~ 
N 
-.J 
o 
Vl 
"'" (() 
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TABLE VIII - EFFECT OF AMBIENT TEMPERATURE ON D-C. OUTPUT 
Rl 
(ohms) 
Rl 
(ohms) 
0.3 
1.0 
3 . 0 
10 
Rl 
(ohms) 
0 . 3 
1.0 
3 . 0 
10 
0 . 3 
1.0 
3.0 
10 
OF TRANSFORMER-TYPE COMPENSATOR 
(a) Type UTC/A 27 
T4 
3 . 0 1.0 0.3 0.1 
Percentage error for 1000 F temperature change 
0 . 2 0.02 0.00 0.00 
.6 .07 .01 .00 
1.5 .2 .02 .00 
3.8 .7 .06 .00 
(b) Type UTC/LS 39 
T4 
10 3 . 0 1.0 0.3 0.1 
Percentage error for 0 100 F temperature change 
0 . 6 0.06 0.00 0.00 0.00 
1.9 .2 .02 .00 .00 
4 . 6 .6 .06 .01 .00 
9.3 1.4 .2 .02 .00 
(c) Type ADC/AX 3270 
T4 
30 10 3 1 0.3 
Percentage err or 0 for 100 F temperature change 
0.9 0 . 1 0.01 0.00 0.00 
1.9 .4 .04 . 00 .00 
2 . 7 . 7 .1 .01 .00 
3 . 2 1.2 .2 .04 .00 
co 
co 
2388 
TABLE IX - PERFORMANCE OF COMPENSATING SYSTEM OF FIGURE 17 (b) FOR VARIOUS COMBINATIONS 
OF R, RC' AND C OF COMPENSATOR 
[Time constant T4' 0.1 sec; signal-to-noise ratio a4' 3J ~ 
Sensitivity Sensibility (due Sens ibility (due to RC = 1 megohm RC = 10 megohms RC = 100 megohms 
to amplifier noise) detector sensitivity) C = 0.1 mfd C = 0.01 mfd C = 0.001 mfd 
S EO,min TOomin 
a EO, min TO,mina R f4,b R f4,b f4 ,b R 
( in. / 100o F) (microvol ts ) ( F) (microvol ts ) (oF) (oluns) (cps) (ohms) (cps) (ohms) (cps) 
30 6.7 0.3 1.3 0.06 35,700 47 418,000 48 --------- ----
10 20 0.9 4 0.2 11,000 127 120,000 140 2,570,000 145 
3 67 3 13 0.6 3,300 330 34,000 460 417,000 480 
1 200 9 40 1.8 1,100 610 11,000 1270 118,000 1430 
0.3 670 30 135 6.0 330 870 3,300 3300 34,000 4600 
aChromel-alumel thermocouple. 
~ 
fl ):> 
~ 
N 
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o 
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(b ) Time history of response to s i nusoidal variation . 
Figure 1 . - Re sponse of primary element. 
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( c ) Frequency-response relation; amplitude ratio. 
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(d ) Frequency- response re l ation; phase and time lag. 
Fi gure 1. - Concluded. Response of primary element. 
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C 
Y4(P) 1 1 +
 T4P 
RC = r 1 + h 4/r )p N CA 
R T4 = RCC en en 
r = RC/R + 1 
(a) RC type. 
R 
RL Y4(p) 1 
1 + T4,P 
r 1 + ( T4/r )p 
L T4 = L/RL 
r = R/RL + 1 
(b) RL type. 
~ Y34(P) 1 + T 4P T4P 
1 + N+l 
Ll 
T4 (N+l) Ll/~ 
L2 = N
2L 1 
( c) Transformer type . 
Figure 2 . - Basic compensator net works and their transfer functions. 
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N+l 
(d) Value of IY(~)I as function of fre~uency 
for RC and RL compensators. (Log-log scale.) 
LO 1-----.....:::; 
Angular fre~uency, (J) 
(e) Value of IY(jD)1 as funct ion of fre~uency for 
transformer-type compensator . (Log-log scale.) 
Figure 2. - Concluded. Basic compensator networks 
and their transfer f unctions. 
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(a) Cascaded s ystem. 
~ 
. 
Y2 1 , e2 ,1 
el e 2 
Y2 2 , e2,2 
e2 1 + e2 2 = (Y2 1 + Y2 2) el = Y2e l , , , , 
(b) Additive system. 
Yl 
~ Y4 
1 
= T1P =--l+Tlp -
eO e2 
Yl 
-
1 
1+T1P ~ 
( c ) Example of comb ined cascaded and additive systems. 
Figure 3. - Transfer function composition for linear systems . 
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Networ k 
Gas temperature 
I 
~ I • 
Pr imary element 
~el~l 
Transformer 
~R >A~, .... 2 
rvv 
-- e2--
Amplifier R3, 3 
4~ e3'~ 
Compensator 
~ 
- e4-
Detect or 
TJ. 
Q 
Performance parameters 
t i me constant 
emf per unit temperature change 
N turns ratio 
ill2 , a low-frequency cut-off point 
ill2,b high-fre quency cut-off point 
~3 amplification factor 
ill3,a 
ill3,b 
E2 ,N 
low-fre quency cut-off point 
high-frequency cut - off point 
equivalent rms input noise 
time constant 
response improvement factor 
gain factor 
05 sensibility 
S5 sensitivity 
~ 
Figure 4 . - Typical b l ock diagram for definition of t erminology. 
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Figure 5. - Response of primary element with Re or RL compensator. 
resistance and compensator load admittance assumed negligible. 
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(b) FreCluency-response relation; phase lag and time lag. 
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Figure 5. - Continued. Response of primary element with RC or RL compensator. Pri-
mary element resistance and compensator load admittance assumed negligible. 
T4 = Tl · 
* +' 
"' be 
ttl 
rl 
~ 
8 
~ 
f.i 
:x> 
~ 
C\) 
-...J 
0 
01 
01 
CD 
...---..... 
---. 
H 
............ 
~ l-..t< 
.p -........ 
oj ............ 
H .p 
I 
Q) "" bO I 
~ rl 
.Q ""--..../ 
CJ H 
Q) ............ rg rl 
.p 
..-i 
r-I 
t 
II 
o 
Q) 
~ 
~ 
~ 
.4 T ~symptOtiC ~ r / tO
I 
uni t y 
1 V I. 
3 
~ncompensated) 
/ 
/' ----~ V 3.~ V- Asymptotic 
/ to 0. 3 ? 
----
~ 
/ 
/ ~ V I 
I~ V , 10 
l£ V ~ -V--
L~ 33 100 
~ ~-------
o 
- -
. 1 T40 .2T4o .3T4o .4T 4 •5T4o· . 6T 4o 
Time, t 
(c) Time history of response to step change. 
Figure 5. - Concluded. Response of primary element with RC or RL com-
pensator. Primary element resistance and compensator load admittance 
assumed negligible. T 4 = Tl · 
88£2 
en 
o 
~ 
:t> 
f-3 
2: 
N 
-...J 
o 
tN 
co 
co 
t() 
C\J 
NACA TN 2703 
____ I 
.L- ___ _ 
(a) RC compensator. 
R 
I L ___ _ 
~ 
(b) RL compensator. 
Figure 6. - RC and RL compensators 
connected to source and load. 
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Network Performance parameters 
time constant 
Primary element 
Q emf per unit temperature change 
1-l3 amplification factor 
(j)3,a low-frequency cut-off point 
Amplifier R3 ,3 high-frequency cut-off point (j)3, b 
e3 
E2 ,N equivalent rms input noise 
T4 time constant 
Compensator response improvement factor 
G4 gain factor 
sensibility 
Detector 
85 sensitivity 
~ 
Fi gure 7. - RC or RL compensat i ng system using amplifier. 
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(a) Frequency- response relation; amplitude ratio. 
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(b) Frequency-response r elation; phase and time lag. 
Figure 8. - Response o f Re or RL compensating system using amplifier with 
high- frequency cut-off. T 4 = Tl • 
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( c ) Time hi story of r esponse to step change . 
Figure 8 . - Concluded . Resp onse of RC or RL compensa ting system using 
amplifier with high - f r equency cut- off . T4 = Tl . 
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(b) Frequency-response relations ; phase lag angle. 
Figure 9. - Response of Re or RL compensating system using amplifier with 
low-frequency cut-off . T4 = Tl' 
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Fi gur e 9 . - Concluded . Response of RC or RL compensat-
ing sys t em u sing amplifier with low- f r equency cut- off. 
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Network Performance parameters 
time constant 
Pr imary element 
emf per unit temperature change 
T4 time constant 
Compensator response improvement factor 
G4 gain factor 
1-l3 amplification factor 
Amplifier 
(J)3, a low-frequency cut-off point 
(J)3,b high-frequency cut-off point 
R3,3 E2,N equivalent rms input noise 
sensibili ty 
Detector 85 sensitivity 
Figure 10. - Compensating system with posit~ons of amplifier and 
compensator interchanged. 
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Network 
Primary element 
Transformer 
Amplifier 
Compensator 
Detector 
NACA TN 2703 
Performance parameters 
time constant 
emf per unit temperature change 
N turns ratio 
lOW-frequency cut-off point 
high-frequency cut-off point 
~3 amplification factor 
low-frequenc y cut-off point 
high-frequency cut-off point 
equivalent rms input noise 
time constant 
response improvement factor 
gain factor 
sensibility 
85 sensitivity 
~ 
Figure 11 . - Compensating s ystem using transformer as noise-free 
preamplifier. 
co 
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~ 
Primary element Chopper-type amplifier 
(a) Chopper- t ype amplifier. 
G = 1 
--------------------~/\~---------------------
T r I t 
r--- Yl 11 ~ Y2 ~ 1 2 Y3 I~ Y4 ~e4 
~ \J 
Primary element Transformer Amplifi er Compensator 
'---- J 
.tl 
NACA 
Primary element 
(b) Addition of s ignal from second primary element. 
Figure 12. - Techniques f or maintaining d-c. response when transformer 
or a-c. ampl ifier is used. 
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network in feedback loop; ~dc' fraction of output vol-
tage e 34 appearing across ~ at zero frequency; T 4' 
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Figure 14. - Transformer and its use as compensator. 
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Figure 15 . - Effect of mismatch between primary element and compensat or time 
constants; F4G4 assumed equal to 1 . 
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Figure 15. - Concluded. Effect of mismatch between 
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F 4G4 assumed equal to 1. 
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(a) Type UTC/LS 39 . (b) Type UTC/A 27. (c) Type 1IIJ0/AX 3270 . 
Figure 16. - Typical transformer-type compensators. 
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Performance parameters 
time constant 
Q emf per unit temperature change 
N turns ratio 
ffi low-fre~uency cut-off point 2,a 
ffi2 ,b high-fre~uency cut-off point 
amplification factor 
ffi3 a low-fre~uency cut-off point , 
ffi3 b high-fre~uency cut-off point 
, 
E2 N e~uivalent rms input noise 
J 
T 4 time constant 
response improvement factor 
gain factor 
sensibility 
sensitivity 
Figure 17. - Compensated system for measurement of alternating 
component of temperature. 
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( b ) Representative arrangement or apparatus. 
Figure 17. - Continued. Compensated system for measurement of alternating component of temperature. 
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(c) Frequency response relation; amplitude ratio. 
Figure 17o - Continued. Compensated system for measurement of alternating 
component of temperature. 
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Cd) Electrical analog of thermocouple with 
adjustable time constant. 
where T 1 
~ 
Figure 17. - Continued. Compensated system 
for measurement of alternating component 
of temperature. 
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(e) Bucking circuit to reduce d-c. emf 
level. 
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(f) Capacitance coupling circuit to 
block d-c. signal. ~ 
Xc (:; ~) must be small compared with R;>... 
Figure 17. - Concluded. Compensated system for meas-
urement of alternating component of temperature. 
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Performance parameters 
Tl time constant 
Q emf per unit temperature change 
T4 time constant 
F4 response improvement factor 
G,4 gaih factor 
Os sensibility 
8S sensitivity 
~ 
Figure 18 . - Compensated system for measurement of average value 
as well as alternating component of temperature. 
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Figure 18. - Continued. Compensated system for measurement of average value as well as alternating component of temperature . 
~ 
f) 
:x> 
~ 
[\) 
--..] 
o 
tN 
co 
t-' 
Temperature-
stable junction 
Chrome 1 
Cold junction 
compensating 
resistor (copper) 
1---------------l 
Time constant 
adjusting resistor : 
I 
I 
I 
I 
I 
Output 
I~ • VWv • : To regulated 
~--------------------------------------r----__ d-c. supply L ______ __ ________ ...J 
~ransformer-type time lag 
compensator with cold junction 
temperature compensation 
~ 
(c) Reference-temperature compensation circuit for thermocouple. 
Figure 18. Continued. Compensated system for measurement of average value 
as well as alternating component of temperature. 
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Figure ~8. - continued . Compensated system for measurement of 
average value as well as alternating component of temperature. 
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(f) Time history of response t o step change. 
Figure 18. - Continued. Compensated system for measurement of average value as well 
as alternating component of temperature. 
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(g) Time his~ory of response to arbitrary input variation. 
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Figure 18. - Concluded. Compensated system for measurement of average value as well 
as alternating component of temperat ure . 
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